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MMP v5.42 Release Note  May 14, 2020 

Summary of Release v5.42: Profiler firmware release v5.42 contains the following change. 

 

I. Bug Fix: Release v5.42 corrects an error in the time validation routine that allowed the date/time to 
exceed the CF2 controller's maximum date/time of 2/2036.  

Detail: A date/time conversion function in the profiler program stops working properly in 2/2036.  The 
profiler maximum date/time value was incorrectly defined as 1/2038.  This allowed for date/time 
validation routines to accept an invalid date/time value between 2036 and 2038, which is beyond the 
CF2 maximum allowed date/time of 2/2036. 

After adjusting the maximum date/time value of the profiler to 1/2036, time validation routines do not 
accept a value after 1/1/2036 0:0:0.  

 

I. Bug fix Adjusted the maximum date/time in the time 
validation routine.  


